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QUANTITATIVE DIRECT-CURRENT ARC ANALYSIS OF RANDOM COMPOS 
, 
CROGRAM RES LVER CHLORIDE COMMON MATRIX 
by Wi l l iam A. Gordon and Gilbert B. Chapman 
Lewis Research Center 
SUMMARY 
A spectrochemical procedure is described for quantitatively determining random 
combinations of 20 programmed elements. The programmed elements are Al, Co, C r ,  
Fe, Hf, Mn, Mo, Nb, Ni, Pd, Re, Si, Ta, Ti, Th, U, V, W, Y, and Z r .  The response 
of a direct-reading spectrometer is calibrated for absolute amounts of each of these ele- 
ments alone over the range from 0.01 to 10 micrograms. Absolute amounts of elements 
in the sample are determined from these calibration curves, with correction made for 
background and spectral line interferences. Percentage compositions are calculated 
from the absolute amounts of analyte elements determined. 
The analytical samples are dissolved and microliter amounts of the solutions a r e  de- 
posited onto carbon electrodes. The carbon electrodes a re  specially prepared to contain 
4 milligrams of silver chloride (AgC1) in the carbon matrix. The silver chloride serves 
as a buffer material and also as a common matrix. The electrodes are arced in agron, 
which results in the vaporization and excitation of the metal constituents in the residue. 
With a minimum AgCl-to-sample weight ratio of 400, no matrix effects attributable to 
excitation suppressions or  enhancements were found. 
Analyses of some alloy standards with and without use of a comparison standard are 
reported as examples of results attainable by the procedure. With automation of sample 
arcings and data reduction, the analysis time is about 4 minutes per sample, including 
preparation of electrodes through data recording but not including sample dissolution. 
The need for appropriate comparison standards in emission spectrochemical analysis 
is the single most limiting characteristic of the method. The root cause of the problem 
is the complex effects of sample composition on atomic emission. In this report, as is 
customary in the field, the term matrix effect is used to denote any mechanism which 
either increases or  decreases the atomic emission from a given amount of analyte ele- 
ment in the sample. The origins of matrix effects a r e  discussed in references 1 and 2. 
Because of these effects, the samples must accurately simulate the chemical and physi- 
cal  forms of the comparison standards. Much effort is required to prepare standards and 
validate procedures, often for relatively minor changes in sample composition. As a re- 
sult, the emission method is inefficient and uneconomical in many analytical applications, 
particularly those of a nonroutine nature. 
The ideal solution to this problem is to calculate chemical compositions theoretically 
from measurements of emitted light intensities. Some progress has been made in this 
approach in recent years (ref. 3). However, because of the complexities and instabilities 
of the vaporization and excitation phenomena in the arc discharge, this approach has not 
resulted in a practical method for  spectrochemical analysis. 
Another approach to the problem is to reduce the unknown samples to a common 
chemical and physical form. Calibration standards of the same form as the samples can 
then be used for all sample compositions. Many practical spectrochemical methods have 
been described which use this principle. The most effective procedure is to dilute the 
sample in a relatively larger mass  of a pure material, and then excite the spectra with a 
direct-current arc.  The dilution can be achieved by either mechanical blending of pow- 
ders  (ref. 4), o r  by fusing the sample with the diluent (ref. 5). With proper selection of 
the diluent, a common environment is provided for all sample compositions. 
The effectiveness of this approach is dependent on a high diluent-to-sample ratio. 
Ratios higher than 100 par ts  diluent to 1 part sample are desirable but, because of the 
insufficient detectability of the arc, the dilution ratio is limited to the order of 10 par ts  
diluent to 1 part sample. Because of the low dilution ratios, these methods are best ap- 
plied to sample types having relatively small variations in composition, rather than to 
random compositions of elements. Furthermore, due to e r r o r s  associated with a r c  exci- 
tation, the methods have been semiquantitative, with e r r o r s  ranging from about 30 per- 
cent to 100 percent of the amount present. 
The method described in this report is applicable for quantitative analysis of random 
compositions of 20 programmed elements. Analytical results are derived from single- 
element calibrations'for each of the programmed elements. Calibration curves of abso- 
lute amounts of each element, ranging from 0.01 to 100.0 micrograms, are permanently 
filed. Percentage compositions are calculated from the absolute amounts determined. 
No internal standards are used and a single analytical line for each element is used for at 
least three decades of concentration. Corrections for spectral line interferences can be 
made with no foreknowledge of them. The method is applicable to samples as small as 
10 micrograms and the sample weight need not be known. If the sample weight is known, 
a mass balance with respect to metal constituents can be calculated. 
The advantages of this procedure derive from refinements of the a r c  source (refs. 6 
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to 8). In reference 6, conditions are reported for detecting nanogram amounts of ele- 
ments in the argon a rc  in the presence of milligram quantities of silver chloride (AgCl). 
Because of the good detectability of analyte elements in the presence of larger quantities 
of AgC1, dilution ratios of 1 to 400 are feasible with AgCl serving as a common matrix. 
The use of a tantalum (Ta)-tipped cathode for eliminating e r r o r s  caused by a r c  wander is 
described in reference 7. In reference 8, a method is described for controlling either 
arc light intensities o r  a r c  current. In the present work, the arc current was controlled 
according to a time-dependent program. Recently, the authors developed a carbon anode 
which provides quantitative vaporization of microgram samples into the argon arc.  The 
results of this work a re  discussed in the appendix. All of these developments were com- 
bined in the analytical procedure described herein. 
The most important characteristic sought in the development of this procedure was  
freedom from matrix effects, particularly those associated with excitation in the arc 
column. A secondary, but still important, consideration was  the economy and speed of 
the determinations. The procedural steps of the method were established so that they are 
simple, rapid, and amenable to automation, insofar as possible. After sample dissolu- 
tion, about 4 minutes per  sample are required through recording of data. The excitation 
sequence of 11 samples in the a rc  chamber is completely automated, as is the reduction 
of data. However, detailed description of the automation is not within the scope of this 
report. Reference to certain features of the automation is made only to facilitate under- 
standing of the total analytical concept. 
INSTRUMENTS AND PROCEDURES 
The instruments used in this work consisted of a specially developed arc chamber, a 
conventional direct-reading spectrometer, and a Lewis developed paper tape data 
recording system. The primary characteristics of the spectrometer are summar- 
ized in table I, along with pertinent operational information. The arc chamber, illus- 
trated in figure 1, was  described in detail in references 7 and 8. A description of the 
data recording system and computer programs is in preparation. 
The operation cycles of the a rc  chamber, spectrometer, and recording system are 
programmed so that 11 samples a re  arced in sequence and the data recorded without at- 
tendance by an operator. The sample electrodes are specially prepared to contain 4 mil- 
ligrams of AgCl intimately mixed with a residue containing 10 micrograms of sample. 
These electrodes are loaded into the a rc  chamber and arced according to the sequence 
shown in figure 2. The time-variable current program is shown in figure 3. After an 
initial arcing time of about 5 seconds at a current of 11 amperes, the current is gradually 
increased to the maximum current of about 36 amperes. Also shown in figure 3 is the 
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TABLE I. - SUMMARY OF EXPERIMENTAL CONDITIONS 
~ 
Spectrometer: 
Dispersion, W/mm 
Focal length, m 
Entrance slit width, pm 
Exit slit width, pm 
Photomultiplier tubes 
Excitation atmosphere: 
Fill gas  
P res su re  (initial), t o r r  
Electrodes: 
Anode 
Cathode 
Anode-cathode spacing, mm 
Sample 
Arc  current (time dependent), A 
Arcing sequence 
Calibration 
5.6 
1 .5  
25 
75 
Spectral response, S-4 and 5-5; applied 
voltage, 750 to 950 V 
Argon (99.99 percent), static atmosphere 
300 
renewed for each sample 
High-purity carbon (fig. 4) 
Ta-tipped graphite rod (ref, 7) 
13 
Ten-microgram residue, f rom aliquot of 
dissolved sample, added to anode with 
4 milligrams AgCl precipitated in 
carbon matrix 
11 to 36 (fig. 3) 
As shown in figure 2 
Pure solutions of single elements con- 
taining 0.01, 0.03, 0.1, 0.2,  0. 5, 1, 
2, 5, 10, and 100 micrograms of meta  
per  10 microl i ters  
4 
,- lnrerelectrode spacing 
adjustment bellows 
Electrical supply cable 
I 
1 
I -  
1 ‘  
f ,  
/ - ’  
7 
, 
Ends of quartz cylinder, 
polished to 0.55 pm, 
Antifogging tube: 
To spectrograph-. 
Tantalum shield- 
Clear fused quartz cylinder 
(140 m m  o.d.*l mm, 3-mm 
nominal wall) -. 
-High-vacuum line 
CD-10551-06 
,- Counterelectrode 
/-High-vacuum port 
-Sample electrode 
/’ 
-Removable (tantalum) 
anode holder 
Figure 1. - Controlled-atmosphere arc  chamber. (Top of chamber is at high voltage during instant arc  is 
spark ignited. Precautions must, therefore, be taken to prevent contacting chamber top at this time.) 
5 
Start 
Gas in let  
Excitation 
and timer 
Exposure 
time 
Sample stage 
rotation 
Roughing 
valve 
High -vacuu m 
valve 
Readout 
7 sec 
15 sec 
25 sec 
10 sec 
15 sec 
(minimum) 
60 sec 
(typical) 
Cycle repeated automatically 
for  each of 11 samples 
Figure 2. - Generalized operating sequence for controlled-atmosphere arc. 
a 
c c 
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2 
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. a  
Intensity - - - Arc cur ren t  
0 2 4 6 8 10 12 
Time, sec 
Figure 3. - Intensity-time profile for 4 milligrams of silver chloride, 
and arc cur ren t  program. 
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typified time-intensity profile for 4 milligrams of AgC1. All of the analyte elements are 
vaporized within this profile. 
Cathode. - The cathode is the Ta-tipped graphite rod described in reference 7. The 
use of this cathode eliminates the a rc  wander normally observed with the free-running 
arc .  Each cathode w a s  used for 100 to 200 arcings with no intervening treatment, except 
to wipe the deposits from the graphite supporting rod after each arcing sequence (11 sam- 
ple s) . 
Anode. - The anodes are carbon (not graphite) rods 4.57 millimeters in diameter and 
about 38 millimeters in length. The tip was formed to a 90' point. The carbon anodes 
were preformed from the highest-purity material that was commercially available. The 
special characteristics of this anode configuration a re  discussed in the appendix. 
Procedures for Preparation of Samples and Electrodes 
Addition of 4 milligrams of AgCl to carbon anodes. - High-purity carbon electrodes, 
either as obtained from a commercial supplier or purified as described in the following 
C-69-683 
Figure 4. - Doping of 10 microliters of sample aliquot onto carbon anodes 
containing 4 milligrams of silver chloride. 
a 
section, are treated to contain 4 milligrams of AgC1. This is done by a two-step doping 
of silver nitrate (AgN03) and hydrochloric acid (HC1) solutions on the electrodes to pre- 
cipitate AgCl in the carbon matrix. A 10-microliter plastic pipette (shown in fig. 4) 
having a dispensing accuracy of better than 1 percent is used for  dispensing the liquids. 
In the first step, 10 microliters of a 2.8-normal AgNQ3 solution are added with the 
pipette to the annulus of the electrodes near the point. The liquid penetrates into the 
electrode and is allowed to equilibrate for 2 minutes. After this time, 10 microliters of 
6-normal HC1 are added in the same way as the AgN03. The precipitation reaction is 
allowed to equilibrate for about 7 minutes at room temperature before the electrodes are 
dried at 90' C for 3 minutes. The AgCl is normally localized in the upper 5 millimeters 
of the electrodes. The appearance of the AgCl residue can be seen in figure 4. 
After addition of AgC1, the electrodes are ready for the addition of sample solutions. 
- Addition of samples to carbon anodes. - Samples in the form of alloys or miscel- 
laneous samples, including surfaces of solid specimens, are dissolved in acids. The 
amount of sample taken is the minimum that is representative of the analytical specimen. 
When the minimum representative sample is not known, the amount dissolved is at least 
0.25 gram. Five acids or  acid mixtures were used for dissolution of all metal alloys 
analyzed: 
(1) Three parts 48-percent hydrofluoric acid (HF) and 1 part 70-percent nitric acid 
(2) Three par ts  38-percent HC1 and 1 part 70-percent HN03 
(3) Thirty-eight-percent HC1 
(4) Seventy-percent HN03 
(5) Forty-eight-percent H F  
(HN03) 
The appropriate acid mixture and dissolution conditions must be determined for the com- 
position of interest. 
Special precautions must be taken when determining silicon (Si) or rhenium (Re). If 
Si is to be determined, acid mixtures containing H F  a r e  used and Si may be lost as sili- 
con tetrafluoride (SiF4). In this case, the dissolution is done in a capped plastic bottle 
on a steamtable. Excess pressure is periodically released by cooling to room tempera- 
ture and uncapping the bottle. With care, escape of volatile compounds of Si can be 
avoided and Si can be determined. To avoid loss of SiF4 when drying the sample residue 
at 90' C, ammonia vapor must be in contact with the liquid aliquot. This is accomplished 
by placing a small  beaker of ammonium hydroxide under the plastic cover which contains 
the electrodes on the hotplate. If Re is to be determined, samples are dissolved on the 
steamtable, rather that at higher temperatures on the hotplate, to avoid loss of volatile 
Re compounds. 
After dissolution, the sample solution is diluted to contain a definite metal concen- 
tration. Solutions diluted to contain 1 gram of metal per liter are used to determine metal 
concentrations between 0. 00 percent in the sample. This concentration range 
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corresponds to absolute amounts of metal between 0.0 and 10 micrograms, which is the 
imum useful range of the calibration curves. Higher metal concentrations, to about 
grams per liter, can be used for the con 
However, when sample weights greater than 
standard must be used to compensate for matrix effects. 
trodes that were previously prepared to contain 4 milligrams of AgCl as described in the 
previous section. Normally, the liquid immediately wets the electrode surface and pene- 
trates into approximately the same volume as penetrated by the AgC1. After the samples 
are doped, the electrodes are dried for  3 minutes at 90' C. The sample doping operation 
is illustrated in figure 4. A discussion of the chemical nature of the residues is included 
in the appendix. 
A series of electrodes prepared in this way is then loaded into the a rc  chamber and 
arced according to the sequence shown in figure 2. Replicates of 10-microliter aliquots 
from the dissolved samples can be arced to improve precision and accuracy. 
ntration range from 10 ppm to 1 percent. 
micrograms are used, a comparison 
O-microliter aliquot of each sample is deposited on the pointed carbon elec- 
Ca I i b r at ion s 
Quantitative calibrations a re  made of spectrometer counts versus micrograms for 
each analyte element. The list of programmed elements, the wavelengths of the spec- 
tral lines, and excitation potentials of the lines are shown in table 11. Standard solutions 
of each of the analyte elements a re  prepared by dissolving about 0.25 gram of each of the 
pure metals in either HC1 o r  HF, with additions of HNQQ as necessary to effect the dis- 
solutions. The solutions are diluted to contain 10 grams of metal per liter (100 pg/10 pl). 
The next standard (10 pg/lO p1) is prepared from the first solution by a tenfold dilution 
with distilled water. The remaining series of standards are prepared by diluting an ali- 
quot of one of the more concentrated standards. The minimum aliquots taken were 
10 microliters and the minimum standard volume that was stored was 5 milliliters. The 
diluent used to successively dilute standards below 10 micrograms per 10 microliters 
was of the same acid composition as that of the 10-microgram-per-10-microliter stand- 
ard. Therefore, the acid strengths of the standard solutions were the same, except for 
the highest standard (100 yg/lO pl), which had an acid strength 10 times that of the lower 
standards. 
no more than twice that of the total volume of the standard solution. 
microliters of each of the standard solutions are added to the tip of the carbon anodes. 
Because the a r c  chamber contains 11 anode positions, the electrodes a re  processed in 
batches of 10 with a blank sample included with each series of samples. Calibration 
The standard solutions are stored in tightly capped plastic containers having a volume 
Single-element calibrations were prepared from these standard solutions. Ten 
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TABLE 11. - SUMMARY OF PRGGRANMED 
ATOMIC LINES 
Element and 
ionization state” 
A11 
COI 
c rI 
FeI 
Hf 11 
MnII 
Mor 
NbII 
NiI 
PdI 
Re1 
Si I 
TaI  
Ti11 
ThII 
UII 
VI1 
W I  
YII 
Zr I I  
Wavelength, 
A 
3944.03 
3453.51 
4254.35 
3719.94 
4093.16 
2576.10 
3864.11 
3094.17 
3566. 37 
3634.7 
4889.15 
2881.59 
2965.54 
3349.40 
4391.11 
3859.58 
3102. 29 
4008.77 
3600.74 
3391.96 
Excitation 
potential, 
eV 
Upper 
3.13 
4.00 
2.90 
3. 32 
3.47 
4.79 
3.19 
4.50 
3.88 
4.21 
2.  52 
5.06 
4.41 
3.73 
3.36 
3.24 
4.34 
3 -44  
3.61 
3.80 
Lower 
0 
.43 
0 
0 
.45 
0 
0 
.51  
.42 
.81  
0 
.78 
.25 
.05 
.55 
.03 
,37 
.36 
.18 
.16 
denotes neutral atom; I1 denotes f i r s t  ioniza- 
tion s ta te .  
curves were obtained by four replicate arcings of the 10 standards f o r  each of the 20 pro- 
grammed elements. To minimize the possibility of contamination of lower standards by 
higher standards, the standards in each chamber load were grouped to cover a minimum 
microgram range. , The standard groups were arced in order from the lower microgram 
amounts to the higher microgram amounts. 
blank sample being arced first. All of the element channels of the direct-reading spec- 
trometer are recorded €or each standard. The response of the element channel being 
calibrated results in the analytical calibration curve for  that element. The responses 
from the element channels other than the one being calibrated provide the necessary in- 
formation for making automatic corrections for direct spectral line interferences. 
The complete calibration data are used to construct a 20-by-20 matrix array of re- 
The standard samples are arced according to the sequence shown in figure 2 with the 
0 
sponse curves: 20 element calibration curves and 380 interference response curves. 
Both the element calibration data and the interference data are curve fit by a computer 
procedure. 
RESULTS AND D 
Calibrations 
The characteristics of the quantitative calibration curves for the 20 programmed ele- 
ments are summarized in table III. All of the spectral lines listed were used over at 
least three decades of concentration corresponding to 0.01 to 10 micrograms. However, 
the calibrations also include a standard at 100 micrograms to improve the computer 
curve fit at the high end. The calibrations were obtained from four replicates of each of 
the 10 standard solutions and for each of the 20 elements. A rejection criterion w a s  ap- 
plied to this data which rejected individual results that were outside the 95-percent con- 
fidence limit. 
for each analyte element. (The calibration curve for titanium is shown as an example in 
fig. 5. ) All of the background-corrected curves a r e  approximately linear except in the 
higher microgram range. All of the curves exhibit slowly decreasing slopes down to zero 
slope at the maximum count level shown in column 8. Points for the lowest standard, 
maximum slope, the point of 30-percent nonlinearity, and maximum counts are shown in 
columns 3 to 8. 
occurring at the 0.01- and 100-microgram standards. However, the 100-microgram 
standard is not recommended for use in analysis. Column 9 of table 111 shows the aver- 
age relative standard deviation over the most precise microgram decade, and column 10 
indicates the applicable decade. The highest relative e r r o r s  were obtained for the lowest 
standard (0.01 pg) in every case. These precisions are shown in column 11. All of the 
precision data in table III were obtained over a period of several days. 
The precisions over the optimum microgram range average about 7 percent for the 
20 elements and occur generally in a middle portion of the calibration curves. In this 
region the instrument e r r o r  is typically less  than at either end of the calibrations. 
The larger relative e r r o r s  at the ends of the curves are caused by both source and 
instrument limitations. The instrument limitations occur because the dynamic range of 
the spectral lines exceeds that of the readout system. At the lower end of the curves the 
e r r o r s  a r e  caused by a r c  source noise and inadequate intensity resolution. The instru- 
ment e r ror  in this region typically ranges from about 3 to 10 counts for the various read- 
out channels. In comparison with the counts obtained for the 0.01-microgram standard, 
Using the information in table 111, approximate calibration curves can be constructed 
The er ror  curves for these calibrations are typically U-shaped with the higher e r r o r s  
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Figure 5. - Example calibration curve. 
shown in column 3 of table UI, this can account for significant e r r o r s  in the low micro- 
gram region. In the higher microgram range, instrument nonlinearities, and to a lesser 
extent self-absorption, caused the higher relative e r r o r s  at the 100-microgram level. In 
this higher region, the nonlinearities of the readout system gradually contribute to the 
relative e r r o r s  and finally negate the usefulness of the spectral lines in the range between 
10 and 100 micrograms. 
For some common elements, a significant source of e r ro r  is contamination. This is 
the primary limiting e r ro r  for the elements Fe and Cr,  which are also major constituents 
in the steel arc chamber. The contamination presumably occurs as a result of the cor- 
rosive reaction between the AgCl vapor and the a rc  chamber. The precisions of Si and 
Ta are also limited by transfer of materials in the arc chamber. Contamination of these 
elements is directly related to the amount of fluorine in the sample residue. These fluo- 
rides are almost always present in the samples because HF is used in the dissolution of 
samples. However, this source of e r ro r  is not necessarily limiting when calibrating 
these elements because the amount of fluorides, relative to the analyte elements, is small  
and is also relatively constant for all standards. In the analysis of samples which have 
been dissolved in BF, the fluoride in the sample residue limits the precisions of deter- 
mination of Si and Ta, especially at concentrations below a few percent in the sample. 
To achieve the best precisions, the amount of sample placed on the anode can be ad- 
justed so that a specific analyte element falls in the optimum microgram range indicated 
3 
in column IO of table 
the expense of range of analysis for  other elements. Improvement of precision by rep- 
licate arcings of sample aliquots is also a practical approach because of the speed with 
which samples can be processed. 
. Although this is advantageous for  some analyses, it is done at 
Analysis of Alloy Standa 
The analyses of three alloy standards are summarized in table N. The tabulated re- 
sults are derived from averages of four replications with about 9 months of elapsed time 
between element calibrations and sample analyses. These alloys were selected for test- 
ing because they were the most compositionally complex standards available. The com- 
bination of elements in these standards represents a fairly random test with respect to 
properties of the elements and excitation characteristics of the spectral lines. There- 
fore, the analytical results obtained on these alloys are presumed to be typical of other 
combinations of analyte elements. 
The standard percentages are those certified by the National Bureau of Standards. 
These percentages are compared with the determined percentages listed in the remaining 
columns. The results in these latter columns were obtained by the three methods of cal- 
culation described in the next section. These results are reported for three weights of 
sample residue, 10, 30, and 100 micrograms. Since the weight of AgCl w a s  always 
4 milligrams, the variation in sample weight provides a measure of the effect of the di- 
lution ratio on analytical results. Thus, the sarnple-diluent ratios for 10, 30, and 
100 micrograms are 1/400, 1/133, and 1/40, respectively. 
percentages with the standard percentages. In some cases the accuracies show signifi- 
cant variations exceeding the 95-percent confidence limit calculated from the precision 
data. Possible causes of these inaccuracies are discussed in the following sections. 
Calculation of percentage compositions. - Percentage compositions were calculated 
from the microgram amounts of each element determined from the single-element cali- 
bration curves. Three methods are used in making these calculations, as shown in the 
following equations: 
The accuracies of the analyses in table W are estimated by comparing the determined 
(a) Percentage determined relative to weight of sample added to electrode: 
(b) Percentage determined relative to weight of sample recovered: 
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TABLE IV. - SUMMARY OF TYPICAL ANALYTICAL RESULTS ON ALLOY STANDARDS 
-6.48 
18.7 
6.78 
46.4 
.51 
9.22 
.60 
4.31 
3-18 
Sample 
S- 816 
alloy 
(NBS 168) 
3.74 
9.02 
3.94 
76.1 
.41 
9.70 
.10 
2.12 
1.54 
co-Mo-w 
steel 
(NBS 153: 
Ferro- 
vanadium 
alloy 
(NBS 61A 
3.72 
7.26 
4.21 
15.7 
. l l  
7.14 
.10 
1.85 
1.48 
C1 em ent 
c o  
C r  
F e  
Mn 
MO 
Nb 
Ni 
Ta 
Ti 
V 
W 
c o  
C r  
Fe 
Mn 
Mo 
Ni  
v 
W 
3.95 3.01 3.64 
8.05 9.45 12.0 
3.91 4.82 6.14 
75.6 52.9 67.4 
Not de- 0.22 .29 
tected in 
standard 
8.03 6.14 7.81 
e 10 .26 .33 
1.76 2.14 2.74 
1.32 1.51 1.93 
AI 
C r  
F e  
Mn 
Si 
V 
:ow 0. 
0.61 
41.1 
1.61 
4.96 
~48.8 
National 
Bureau of 
Standards 
certified 
percentages 
0.52 
45.9 
1.85 
(f ) 
61. 7 
41.2 
20.33 
3.43 
1.50 
3.95 
2.95 
20.25 
.95 
.06 
.03 
3.95 
0.55 0.41 0.49 
42.4 31.9 37.9 
1. 56 2.06 2.45 
3.86 (f) (f) 
49.6 42.5 50.6 
8.45 
4.14 
0.219 
e73. 9 
8.38 
. lo7  
2.04 
1.58 
0.02 
.68 
1.78 
e41. 0 
5,. 12 
50.2 
Weight of sample residue added to electrode, pg 
(a) 
42.7 
22.6 
3.45 
1.60 
d2B 92 
d2. 46 
d2. 82 
d18. 0 
3.75 
d7. 12 
4.13 
74.3 
d. 11 
d7. 00 
.10 
1.81 
d1.45 
0.45 
dl. 60 
d39. 8 
(f ) 
d53* 5 
10 30 
(b ) (c) (a) (b) 
42.2 41.9 36.6 44.1 
22.3 21,7 15,4 18.5 
3.40 3.45 2.90 3.49 
1.58 1.32 1.46 1.77 
2.89 3.76 2.55 3.07 
2.44 2,79 2.16 2.61 
17.8 19.2 16.2 19.5 
2.79 1.21 2.06 2.51 
43.1 
23.4 
3.07 
1.29 
3.35 
2.81 
.94 
19.4 
13.1 31.2 43.2 
3.97 9,51 22,O 
2.54 6.08 3.47 
1.10 2.62 1,40 
1.46 3.50 3.79 
2.01 4.80 3.05 
13.3 31.7 20.0 ' 1.06 2.53 1-07  
Element not determined below 0.1 percent 
3.62 
8.89 
4.41 
.43 
75.2 
7.42 
. 11 
2. If 
1.67 
2.72 
6.41 
2.32 
.18 
15.9 
3.17 
21 
1.47 
1.09 
percent 'E 1: 55 
apercentage determined relative to weight of sample added to electrode. 
bPercentage determined relative to weight of sample recovered. 
'Percentage determined relative to comparison standard. 
dSignificant variation, exceeding 95-percent confidence limit, between this result and that of 
column (c). 
eBy difference. 
fAbsolute amounts of Si not determined due to volability of SiF4- 
5 
M(d) 
(4 
Percentage = - x 100 
(c) Percentage determined relative to comparison standard: 
Percentage = - M(d) ' x 100 
fZM(d) 
mass of analyte element determined 
mass  of sample added to electrode 
sum of masses  determined for all analyte elements 
matrix correction factor 
These equations correspond to footnotes a, b, and c, respectively, of table N. The 
correction factor f is derived from results on a synthesized comparison standard ac- 
cording to the following relation: 
where 
M(ds) 
M(ps) 
mass  of analyte element determined in standard 
mass  of analyte element present in standard 
Method (a) is based on absolute quantities of analyte elements and is accurate if the 
mass balance is I00 percent and if matrix effects are negligible. Method (b) assumes that 
the mass of nonprogrammed elements in the sample is negligible. This method can pro- 
vide compensation for matrix effects caused by nonquantitative recovery of samples from 
the electrode. This method can be used to calculate percentages when the sample weight 
is not known, such as in the chemical analysis of surfaces. For 100-percent mass  bal- 
ance, methods (a) and (b) yield the same results. Method (c) provides compensation for 
matrix effects of all types but is less efficient than methods (a) and (b) because it re- 
quires preparation and arcing of a synthetic standard. Method (c) also provides compen- 
sation for system drift if the standards are arced with the samples. This method, there- 
fore, serves as a basis for comparison in evaluating e r r o r s  in the system, including 
matrix effects. 
Estimation of matrix effects. - Matrix effects can be estimated by comparing the 
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results given in table IV. Some results in column (a) of the 10-microgram sample weight 
are significantly different, exceedhg the 95-percent confidence interval, from -the results 
in column (c). Since the results in column (c) were obtained with the use of a comparison 
standard, they are not subject to matrix effects. Therefore, these differences are pre- 
sumed to be caused either by systematic e r r o r s  in the procedure for preparing standards 
and samples, or  by matrix effects in the results of column (a). Differences between the 
standard (NBS) percentages and the results of column (a) can also indicate matrix ef- 
fects. However, such comparison may be ambiguous because of long-term drifts occur- 
ring in the 9-month period between the calibrations and the analysis of samples of 
table IV. 
By examining the trends in the comparative data of table TV, it is possible to esti- 
mate certain types of matrix effects related to excitation phenomena in the a r c  column. 
The matrix effect caused by variations in the excitation environment in the arc column is 
of fundamental importance in emission spectrochemical analysis. The primary purpose 
for using AgCl in this procedure is to minimize this effect. This type of matrix effect 
can be estimated by correlations between analytical e r r o r s  and the excitation potentials 
and ionization states corresponding to the atomic lines listed in table . The correla- 
tions that are expected to occur from a r c  theory are discussed in detail in reference 2. 
However, for purposes of this discussion it is sufficient to indicate that for  an a rc  with 
a Maxwellian, o r  nearly Maxwellian, distribution of excitation states, the atomic emis- 
sion from atoms of the same ionization states and with similar excitation potentials will 
be similarly affected by excitation matrix effects. Therefore, differences between stand- 
ard and determined percentages for element s with similar excitation energies should fol- 
low the same trend. For example, combinations of elements such as Fe and Mo, V and 
Mb, and others, which have similar excitation energies can be used to estimate this type 
of matrix effect. 
Comparisons of the data in table IV do not reveal any systematic differences attribu- 
table to excitation matrix effects. The differences between the percentages in columns (a) 
and (c) for the various elements are not well correlated with the excitation energies for 
the atomic lines listed in table 11. Significant differences occurring between results in 
columns (a) and (c) are believed to be caused by systematic e r r o r s  in preparing standards 
from liquid standards. For  samples weighing 10 micrograms, differences between the 
standard (NBS) percentages and column (a) are not systematic and are believed to be 
caused by long-term drift. 
For samples weighing 30 and 100 micrograms, the percentages in columns (a) are 
systematically lower than the standard percentages. This depression is presumably 
caused by the increase in the sample-to-diluent ratio. However, the correlations that 
would be expected in the case of excitation matrix effects are, again, not apparent. The 
cause of this systematic depression with increasing sample weight is not known. For  the 
30- and 100-microgram samples, the results of columns (b) and (c) are more accurate 
Element and 
ionization 
-0 C
C r I  2 e 
2 
8 
u 
0 
lo00 
Sodium, ug 
phere, argon; pressure, 350 torr; sample, 1-microgram analyte element with 
4 milligrams silver chloride. 
Figure 6. - Effect of sodium on atomic emission of representative elements. Atmos- 
than results in column (a) because of the compensations made for lack of quantitative 
mass  recovery and matrix effects in columns (b) and (c), respectively. 
Additional corroboration of the negligible excitation matrix effect is shown by the 
results of figure 6. The effect of increasing amounts of sodium on the emission of 
1-microgram amounts of 10 representative elements is shown. The relative emission 
intensities of these elements is not significantly affected until the sodium-to-element 
ratio is between 400 and 1000. Because of its lower ionization potential, sodium atoms 
are expected to have a greater effect on emitted intensities than any of the programmed 
analyte elements. Therefore, it is improbable that excitation matrix effects are signifi- 
cant in the analysis of sample residues weighing 10 micrograms. 
NG REMARKS 
With the single analytical procedure described herein, samples of unknown co.mpo- 
sitions can be rapidly analyzed without use of comparison standards. This extends the 
usefulness of emission spectroscopy to many samples which are not economically ana- 
lyzed by the comparison-standard technique because of the effort required to develop spe- 
cific procedures and validate analytical results. The applicability of the procedure to 
microgram-weight samples is especially advantageous for analysis of deposits, surface 
films, and other miscellaneous samples derived from various research facilities. The 
provision for calculating mass  balances and the method for correcting spectral inter- 
ferences are essential for analysis of samples with unknown compositions. 
The difficulty of dissolving some samples in acid media can be a limitation of the 
procedure. However, the experimental results of figure 5 suggest that materials not 
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readily soluble in acids can be analyzed by dissolving them by means of fusions. 
for every sample analyzed. Because of the large amount of data produced, and because 
of the calculations that a r e  necessary for spectral line interference corrections, auto- 
matic data aquisition and computer processing of data are necessary to take maximum 
advantage of this procedure. 
The direct-reading spectrometer records the readout of all 20 programmed elements 
Lewis Research Center, 
National Aeronautics and Space Administration, 
Cleveland, Ohio, September 9, 1969, 
129-03. 
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X - SAMPLE VAPORBZAT 
For the quantitative determination of microgram constituents with a direct-current 
arc,  the quantitative vaporization of analyte elements from the anode is essential. In the 
procedure described herein, the sample residues are primarily metal halides because of 
the use of H F  and HC1 in the dissolution of samples. Therefore, the volatility of the 
samples is in the temperature range of the various metal halides. The boiling points of 
the halides that can be formed range from -86' C (SiF4), 1'7.5' C (WFe), 35' C (MoF6), 
and 4'?O C (ReF6) on the low-temperature end to 1291° C (AlF3) and 1400' C (TiF3) on 
the high-temperature end, with the boiling points of chlorides falling in between those of 
the fluorides. The boiling point of AgCl is 550' C. Therefore, the halides of the analyte 
elements are totally vaporized before the AgCl common matrix. During the arcing cycle, 
the temperature of the carbon anode increases from ambient temperature to a maximum 
of about 2800' C at the anode tip. This high temperature ensures total vaporization of 
AgCl and halide residues. 
in evacuation of the arc chamber. Apparently, the vapor pressures of the'hydrated hal- 
ides, formed at the drying temperature of 90' C, are considerably lower than the anhy- 
drous salts. As  a result, the vaporization losses that might be expected considering 
boiling points alone do not occur. 
A potential source of e r r o r  during vaporization of samples in the argon arc is the 
formation of metal carbides resulting from contact of sample residues with carbon or  
graphite anodes at temperatures to about 2800' C. This results in incomplete and non- 
repeatable vaporizations of samples from the anode. An equally important Consideration 
is the disturbing influence of the vapor streams on the a r c  column stability in the region 
near the anode. Spatial stability near the anode is especially important because the 
analysis line intensities are derived from this region. Although the Ta-tipped cathode 
eliminates spatial movement of the cathode region and of the arc column proper, spatial 
movement caused by sample vapor limits the maximum rate of sample vaporization. 
carbon anode configuration was developed with the AgCl and sample residue contained in 
the carbon matrix. 'With this anode-sample system, sample residues are totally vapor- 
ized from the anode without disturbing the spatial stability near the anode. 
Reactions between the metal halides and the electrodes are minimized by use of 
carbon electrodes and by intimate contact of the sample with AgC1. The high halide ac- 
tivity in the sample environment effectively retards carbide formation and promotes 
quantitative vaporization of the metal halides. An example of the effectiveness of this 
electrode system is the case of tungsten (W). When the liquid sample was  placed in a 
cupped graphite anode and the AgCl w a s  added to the cup as a powder, the recovery of W 
Of the volatile halides, only Si is lost by volatilization either when drying at 90' C or 
The problems of sample vaporization and anode stability were studied and the pointed 
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on the first arcing was about 40 percent of the total recovered on subsequent additions of 
AgCl and re-arcings. This compares with recoveries of about 97 percent on the first 
arcing using the carbon anode with AgCl precipitated in the carbon matrix. With the im- 
provement in recovery, the repeatability of tungsten emission improved from 25 percent 
to about 3 percent, relative standard deviation. Recoveries of carbide-forming analyte 
elements from graphite electrodes were always unsatisfactory. Diffraction patterns of 
arced electrodes did not reveal the reason for this, and no explanation can be offered for 
the differences observed between graphite and carbon electrodes. 
In addition to providing quantitative recoveries of the elements, the carbon anode 
configuration is important in achieving good spatial stability of the anode spot during 
sample vaporization. The pointed anode results in a stable anode attachment after the 
f i rs t  few seconds following spark ignition of the arc. The conical tip provides the vari- 
able anode attachment area that is necessary to achieve good stability over the current 
range from 11 to 36 amperes. The 90' angle at the apex is approximately the optimum 
angle. Angles of the apex larger that 90' result in less reliable attachment of the anode 
spot to the electrode tip. With larger angles, the arc can more easily strike to the edge 
at the juncture between the conical tip and the cylindrical portion of the electrode. Angles 
at an apex smaller than 90' result in reduced line intensities because the vaporization of 
the sample tends to be normal to the surface of the cone. All forms of cupped electrodes 
were also found to be unsatisfactory because of nonrepeatable attachment of the anode 
spot to a specific location on the anode. 
effects have been observed which can be attributed to chemical reactions on the anode. 
With the anode configuration and the arcing procedures that are specified, no matrix 
21 
REFERENCES 
1. Ahrens, L. €I. ; and Taylor, S. R. : Spectrochemical Analysis. Second ed. Addison- 
Wesley Publishing Co., Inc., 196%. 
2. Boumans, P. W. J. M. : Theory of Spectrochemical Excitation. Plenum Press, 
1966. 
3. De Galen, L. : The Possibility of a Truly Absolute Method of Spectrographic Analysis. 
Analytica Chimica Acta., vol. 34, 1966, pp. 2-8. 
4. Anon. : Methods for Emission Spectrochemical Analysis. Fourth ed. American 
Society for Testing Materials, 1964. 
5. Cullen, T. J. ; and Mitteldorf, A. J. : Fluxing Techniques in Emission and X-Ray 
Spectroscopy. The Spex Speaker, vol. VI, No. 4, Dec. 1961, pp. 1-4. 
6. Gordon, William A. : Use of Temperature Buffered Argon Arc in Spectrographic 
Trace Analysis. NASA TN D-2598, 1965. 
5'. Gordon, William A. : Stabilization of DC Arcs in Static Argon Atmospheres for Use 
in Spectrochemical Analysis. NASA TN D-4236, 1967. 
8. Gordon, William A. : A Servocontroller for Programming Sample Vaporization in 
Direct Current Arc Spectrochemical Analysis. NASA TN D-4769, 1968. 
22 NASA-Langley, 1969 - 6 E-5278 
NATIONAL AERONAUTICS AND SPACE ADMINISTRATION 
WASHINGTON, D. C. 20546 
OFFICIAL BUSINESS FIRST CLASS MAIL 
POSTAGE A N D  FEES PAID 
NATIONAL AERONAUTICS A N  
SPACE ADMINISTRATION 
POSTMASTER: If Undeliverable (Section 158 
Postal Manual) Do Not Return 
“The aeronautical and space activities o f  the United States shall be 
condzdcted so as t o  contribute . . . t o  t he  expansion of human  knowl- 
edge of phenomena iiz t he  atiuosphere and space. T h e  Adviinistratioiz 
shall provide for  the  widest practicable and appropriate dissenzhation 
of inf oriiiation concerning i ts  activities and the resdts  thereof.’’ 
-NATIONAL AERONAUTICS AND SPACE ACT OF 1958 
NASA SCIENTIFIC AND TECHNICAL PUBLICATIONS 
TECHNICAL REPORTS: Scientific and 
technical information considered important, 
complete, and a lasting contribution to existing 
knowledge. 
TECHNICAL NOTES: Information less broad 
in scope but nevertheless of importance as a 
contribution to existing knowledge. 
TECHNICAL MEMORANDUMS : 
Information receiving limited distribution 
because of preliminary data, security classifica- 
tion, or other reasons. 
TECHNICAL TRANSLATIONS: Information 
published in a foreign language considered 
to merit NASA distribution in English. 
SPECIAL PUBLICATIONS : Information 
derived from or of value to NASA activities. 
Publications include conference proceedings, 
monographs, data compilations, handbooks, 
sourcebooks, and special bibliographies. 
TECHNOLOGY UTILIZATION 
PUBLICATIONS: Information on technology 
used by NASA that may be of particular 
interest in commercial and other non-aerospace 
applications. Publications include Tech Briefs, 
T~~~~~~~~~~ Utilization R~~~~~~ and N ~ ~ ~ ~ ,  
and Technology Surveys. 
CONTRACTOR REPORTS: Scientific and 
technical information generated under a NASA 
contract or grant and considered an important 
contribution to existing knowledge. 
Details on the availability of these publications may be obtained from: 
SCIENTIFIC AND TECHNICAL INFORMATION DIVISION 
NATION A L A E R 0 N AUT1 C S AN D SPAC E AD M I N 1 ST RAT ION 
Washington, D.C. 20546 
